






On Perfo:rmance of Elect:romagnetic Inierference 
Measu:ring Eq盟ipmentinstalled in Aichi Institute of 
Technology 
Shoji YOSHIDA 
Electromagnetic compatibility， E M C， may be mainly defined as the effects of man-made 
electromagnetic interference， E M 1， produced by electric and electronic apparatus. The 
seriousness of this interference ranges from annoying interference that a在日ctsa radio or 
television channel to interference that causes failure of an important communication channel or 
electronic computer 
For the purpose of studying the electromagnetic compatibility， electromagnetic inter-
ference measuring equipment conformed to C 1 S P R (Comite International Special des Pertur-
bations Radioelectriques) and J R T C (Japan Radio Technical Council) specification has been 
installed in our Institute 
The author of the article has made closer investigation and found very satis五edresults on 























































































































































































表 1 妨害波測定器の規格 (CISPR Pub. 1 ~ 4 ) 
CISPR Publ.No 3 l 2 4 
日l 波 :~ '4eEl， f 10-150kHz 0.15-30MHz 25-300MHz 0.3-IGHz 
f形成郎1¥ (日dllIL~下) 200Hz 9kHz 120kHz 
;~ ~~ ~充í\.i:川政 1ms 45ms Ims 本 検波 放";1，1時定政 50白羽S 160ms 550ms 
指示計の機械的時定数 160ms 160ms 100ms 
性
lHi係紋|卜検i皮~;f.以 jjíj 24dB 30dB 43.5dB 
J品 検i皮1.~以後 6dB 12dB 6dB 
♂，ミ 25Hz， 13.5μVsのJりレ IOOHz，0.316.μVsのノりレ 100Hz， 0.044μVsのパルスと2mVの正弦波にだ
特i応干主+ 、ノスレ
繰り返し周波数に スと2mVのiHiit!ilこN スと2mVのj]j五t度lこ対 する指示が[，;1一
Nする応答の変化 する指示が同一 する指示が[，;1-A干す~lilî. :t1.5dB 許容飢:t1. 5dB 許容Ili士1.5dB
振 併J ヰ干 性 ;下祁iはPubl参照
j草
総合選択!主 却制HはPubl.:参!m




ス 7' Y アス >40dB 
相互変調効果の制限 詳細はPubl 参照




続 電 圧 調。 { 足 :t2dB 
1ft 電界強度 iar[ 定 :!:3dB 
磁界}日:平衡わ〈形 磁界)1:平衡わ〈形 半波長グイポール
且J、 f言 ア ン ア ナ 電界11:平衡形または (80MHzJ:rFは80MHzの長さに固定)
不平衡形
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Input vol tage (dB) 
検波器より前の段の過負荷係数












2 3 4 51 10 2 .3 45 71凹 2 .3 "5 71000 
M 田言明ti"田 f.叩四司剛











































周波数O.3~ 1 GHzの妨害波測定器の規格は表 1の
































































(CISPR Pub. 4 ) 








(CISPR Pub. 4 ) 
0.3 
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7 10)0 1500 3 4 5 
Frequency (MHz) 
妨害波測定器の全周波数帯にわたる測定確度および感度試験結果



















している川。周波数150KHz~ 1 GHz にわたる全周波数
帯の測定確度および最低測定可能電圧試験結果は図19に














é与 ~tí J，d A七七enuationof shield room 























on the actual place 
A七tenuationof Source fil七er
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